Residual, (% FSR)

Sea-Bird Electronics, Inc.

13431 NE 20th Street, Bellevue, WA 98005-2010 USA
Phone: (+1) 425-643-9866 Fax (+1) 425-643-9954 Email: seabird@seabird.com

SENSOR SERIAL NUMBER: 6337 SBE 19plus V2 PRESSURE CALIBRATION DATA
CALIBRATION DATE: 18-Dec-14 FSR: 160 psia S/N 2882551

COEFFICIENTS:

PAO = -1.611184e-001 PTCAO = 5.240658e+005
PA1 = 4.889515e- 004 PTCA1L = -1.788157e+001
PA2 = - 6. 285505e- 012 PTCA2 = 1.382508e-001
PTEMPAO = -6.474766e+001 PTCBO = 2.491288e+001
PTEMPA1 = 5.145739e+001 PTCB1 = -1.025000e-003
PTEMPA2 = -2.583482e-001 PTCB2 = 0.000000e+000
PRESSURE SPAN CALIBRATION THERMAL CORRECTION
PRESSURE INST THERMISTOR COMPUTED ERROR TEMP THERMISTOR INST
PSIA OUTPUT OUTPUT PRESSURE %FS ITS90 OUTPUT OUTPUT
14. 54 553783.0 1.7 14. 54 -0.00 32.50 1.91 553919. 19
29.81 585025. 0 1.7 29.81 -0.00 29.00 1.84 553959. 46
59. 82 646459. 0 1.7 59. 81 -0.01 24.00 1.74 554026. 69
94. 82 718261. 0 1.7 94. 80 -0.01 18. 50 1.63 554081. 71
124. 82 779932.0 1.7 124.81 -0.01 15. 00 1.56 554116. 00
159. 82 852021.0 1.7 159. 82 0.00 4.50 1.36 554266. 34
124. 82 779953. 0 1.7 124. 82 0.00 1.00 1.29 554358. 47
94. 82 718296. 0 1.7 94. 82 0. 00
59. 82 646513. 0 1.7 59. 83 0.01 TEMP(ITS90) SPAN(MV)
29. 82 585067. 0 1.7 29. 83 0.01 -5.00 24,92
14. 54 553774.0 1.7 14. 54 -0.00 35. 00 24. 88

y = thermistor output; t= PTEMPAO + PTEMPAL1* y + PTEMPA2 * y2
X = pressure output - PTCAO - PTCA1* t- PTCA2* t

n=x* PTCBO/(PTCBO + PTCB1* t + PTCB2* t))

pressure (psia) = PAO+ PA1* n+ PA2* n

Date, Avg Delta P %FS
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